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Abstract
Background: We describe a method for 3-/4D reconstruction of tissue Doppler data from three
standard apical planes, post processing to derived data of strain rate / strain and parametric colour
imaging of the data. The data can be displayed as M-mode arrays from all six walls, Bull's eye
projection and a 3D surface figure that can be scrolled and rotated. Numerical data and waveforms
can be re-extracted.

Methods: Feasibility was tested by Strain Rate Imaging in 6 normal subjects and 6 patients with
acute myocardial infarction. Reverberation artefacts and dyssynergy was identified by colour
images. End systolic strain, peak systolic and mid systolic strain rate were measured.

Results: Infarcts were visualised in all patients by colour imaging of mid systolic strain rate, end
systolic strain and post systolic shortening by strain rate. Reverberation artefacts were visible in 3
of 6 normals, and 2 of 6 patients, and were identified both on bull's eye and M-mode display, but
influenced quantitative measurement. Peak systolic strain rate was in controls minimum -1.11,
maximum -0.89 and in patients minimum -1.66, maximum 0.02 (p = 0.04). Mid systolic strain rate
and end systolic strain did not separate the groups significantly.

Conclusion: 3-/4D reconstruction and colour display is feasible, allowing quick visual identification
of infarcts and artefacts, as well as extension of area of post systolic shortening. Strain rate is better
suited to colour parametric display than strain.

Background
Parametric imaging
Colour tissue Doppler [1] samples tissue velocities, nearly
simultaneously from all pixels in the 2D picture. Data are
quantitative, and can be displayed as curves or numbers.
Quantitative analysis in all segments of the left ventricle,
however, is time-consuming. Colour display, or paramet-

ric imaging, reduces the displayed data to semi-quantita-
tive information, allowing a quick visual assessment of
functional data over a larger area. In addition, this display
allows new measurements, such as area and propagation
velocity.
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In colour display, velocities toward the transducer are
shown in red, away from the transducer in blue (fig. 1a).
Tissue velocity is especially sensitive in showing regional
asynchrony.

Velocity data, being simultaneous and digital, can be post
processed to derived parameters. Numerical integration of

velocity over time, results in displacement curves, repro-
ducing the motion curves from M-mode. Both velocity
and displacement are imaging of local motion. Tissue
tracking, an imaging modality developed at the Karolin-
ska Institutet in Stockholm [2], displays displacement by
bands of different colours (fig. 1b). In this modality glo-
bal function is visualised by the annular displacement,

Different parametric imaging in 3-/4D display, all from a normal subjectFigure 1
Different parametric imaging in 3-/4D display, all from a normal subject. Left to right: The red-blue display of tissue 
velocity, the coloured bands of tissue tracking and the yellow-blue display of strain rate. In tissue velocity, lighter colour repre-
sents higher velocities, showing clearly the velocity gradient from base to apex both in systole and diastole. In tissue tracking, 
each colour represents an interval of 2 mm displacement, as shown by the legend. This means that red represents 2 – 4 mm 
displacement, increasing to magenta showing >14 mm at the base. Strain rate shows shortening in yellow to red, lengthening in 
blue, darker colour represents more deformation. Some inhomogeneity is visible due to noise and dropouts. Top to bottom: 
Bull's eye display both in systole and diastole (except tissue tracking), M-mode array from all six walls with apex on top and 
base at the bottom with ECG and a 3D surface reconstruction, velocity and strain rate in systole and diastole. The bull's eye 
projection shows all of the surface, but the area is distorted; the apex is progressively diminished, while the base is over-repre-
sented, the 3D figure shows a representation of the true area, but has to be rotated to se all of the surface. Reconstruction is 
done from three separate cine-loops, synchronised by means of ECG. The ECG at the left is inverted, but is from the same 
patient, as may be seen by the end of the cycle, where there is noise in the ECG signal. The aortic annulus and location of the 
imaging planes are added for orientation.
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which is related to EF [3–5], local motion by the colour,
regional differences by the symmetry and deformation by
the width of the bands. Tissue tracking is thus the only
parametric imaging modality that displays both motion
and deformation at the same time.

Strain rate imaging, a modality developed at the Norwe-
gian University of Science and Technology in Trondheim
[6], is a spatial derivation of velocity: SR = ((v(x) - v(x +
∆x)) / ∆x in the direction of the ultrasound beam. This
algorithm subtracts regional velocities due to translation
and tethering, giving in the rate of regional deformation –
strain rate, an index of regional contractility [7]. Clinical
findings of reduced regional function in myocardial inf-
arction have been validated against 2D echocardiography
[8] and coronary angiography [9]. In strain rate, yellow to
orange represents shortening, cyan to blue lengthening
(fig 1c). The numerical derivation results in a less favour-
able signal – to – noise ratio in strain rate than in velocity
[9,10], resulting in increased random noise. Strain – local
deformation – can be measured by temporal integration
of strain rate. Strain measurements by this method have
been validated against ultrasonomicrometry [11] and MR
[12]. The integration process eliminates most of the ran-
dom noise, but strain is still sensitive to non-random
noise, and in addition prone to baseline drift. Both strain
and strain rate are deformation imaging, as opposed to
motion, and are sensitive for regional ischemia. They are
translation and tethering independent, as opposed to
motion, and will thus show the true location of regional
dyssynergy [6,8,9]. On the other hand, experience with
the method is necessary for discerning true pathology
from artefacts due to dropouts and reverberations [9].

Display
Various display options are available, depending on the
kind of information desired (figs. 1 and 2). Curved ana-
tomical M-mode [13] shows the whole time sequence, in
one wall at a time. This displays space – time relations
[14,15]. Bull's eye projection is a 2-dimensional map of
the entire surface of the left ventricle, but only at one
instance in time. Bull's eye display is common in SPECT
imaging and in regional wall motion display in echocar-
diography [16].

We present a method where the velocity data from 3
standard apical imaging planes are acquired, integrating
spatial information and the temporal sequence results in
a four-dimensional data set. From this, curved M-modes,
bull's eye views and a 3-dimensional surface figure can be
generated. The four-dimensional nature of the data results
in the ability of the display to be scrolled through the
heart cycle. The method also includes the post processing
ability to derive any secondary parameter such as motion,
strain rate and strain and the ability to re-extract numeri-

cal data as curves or numbers. The basic principles are
illustrated in fig. 2.

The aim of this study was to evaluate the feasibility of this
imaging modality in a clinical setting, to display regional
dyssynergy and artefacts and to see if regions of maximum
and minimum contractility could be identified for quan-
titative measurement.

Methods
Patients
Six patients with first, acute myocardial infarction, two
inferior, four anterior, were examined. The patients partic-
ipated in a prospective study of strain rate in myocardial
infarction, and examinations were done during the first
two days. Six normal subjects were examined as controls.
These participated in a stress echo study, selected on the
basis of a normal coronary angiography done for clinical
reasons, and all had normal resting echocardiogram by
conventional criteria. Resting cine-loops were used for the
present study. All studies were approved by the regional
ethical committee, and written consent was obtained. The
patients were included consecutively, and no patients
excluded for poor image quality.

Echocardiography and post processing
Echocardiography was performed with a GE Vingmed
Vivid 7 scanner (GE Vingmed Ultrasound, Horten, Nor-
way), with tissue Doppler acquired at a frame rate of 100
– 150 FPS. Single cine-loops from each standard apical
plane – 4-chamber, 2-chamber and apical long axis – were
transferred to a PC computer for post processing in exper-
imental software (GcMat, GE Vingmed Ultrasound), pro-
grammed in Matlab (MathWorks inc., USA).

First, a curved M-mode was drawn in each of the three
planes by placing seven points and curve drawn automat-
ically by spline interpolation. Velocity data were sampled
along the line. Temporal smoothing over 3 frames, and
spatial smoothing over 3 pixels was applied automati-
cally. Strain rate and strain was processed with an offset
length of 12 mm. Adjustment for unequal RR-intervals
was achieved by resampling of 200 points of the ECG
curve, and the velocity data interpolated to fit the ECG
curves. For rotational angle between planes, an assump-
tion of 60° between the planes (being the average separa-
tion) was applied in the program, and velocity data were
interpolated by cubic spline by a method described previ-
ously [17]. Data was then displayed as bull's eye (fig. 1,
top), curved M-mode array (fig. 1, middle) and 3-dimen-
sional surface grid (fig. 1, bottom). In 3D display, the
imaging planes and the aortic annulus were added for ori-
entation. The whole of this post processing took 2 – 3
minutes.
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Illustration of the four-dimensional data setFigure 2
Illustration of the four-dimensional data set. Drawing a curved M-mode along the wall (1a) in one plane, results in veloc-
ity data along a straight line. As data are recorded over a time period, adding the time sequence in each pixel of the line, results 
in a traditional curved M-mode plot. This is equivalent to a 2-dimensional surface (1b) with one spatial and one temporal 
dimension. However, the curved M-mode contains more information; the curvature itself defines the location of each point in 
space relative to all the others. With this information added, the M-mode is a curve in a plane, i.e. a two-dimensional figure (2a) 
instead of a straight line. If the time-sequence is added to this figure, analogous to the transition 1c, it results in a curved plane, 
a three-dimensional figure, with two spatial and one temporal dimension (2b). This kind of display is not used in practice; it is 
included here for reasons of analogy only. Adding two more curved M-modes from the two other standard planes and informa-
tion about their angular separation, results in a three-dimensional figure, a grid (3a) the spatial interpolation is done by cubic 
spline. When the time-sequence is added in this case, the data set becomes four-dimensional (3b). This cannot be shown 
directly, but is illustrated by the analogy to 1 and 2b. Only part of the information can be extracted at a time, for the various 
display modalities: Bull's eye at any point in the heart cycle (4a), M-mode array (4b), 3D surface (4c). Only the processing to 
the full data set, however, allows the figures to be scrolled through the heart cycle, and the data set remains quantitative, 
allowing the curves to be extracted from each point.
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Analysis
Bull's eye / M-mode array and 3D surfaces as shown in fig.
3, were computed for each subject. The bull's eye was
evaluated visually in mid systole for homogeneity of
strain rate, in end systole for homogeneity of strain and in
early diastole for visible presence of post systolic shorten-
ing in strain rate. Post systole was identified as the period
after the T-wave in ECG, before and during early filling
phase identified in strain rate [14].

The points of maximum a minimum strain rate in mid
systole were identified visually, and mid systolic and peak
systolic strain rate as well as end systolic strain were meas-
ured in these points. Care was taken not to avoid the areas
of reverberations or dropouts, as the object was to evalu-
ate the impact of artefacts in this feasibility study. The dif-
ferences between maximum and minimum strain rate was
calculated.

Statistics
No statistical analysis was applied to the visual assess-
ment; all data are displayed in fig. 4. For quantitative anal-
ysis, test for difference between the groups are by two-
tailed student's T-test of unequal variance.

Results
Qualitative analysis
Bull's eyes from all subjects are shown in fig. 4. As can be
shown, mid systolic strain rate was reasonably homoge-
nous in four normal subjects, the other two showing large
reverberations, and in the case of no 6, large dropouts as
well. In end systolic strain, only three out of six were
homogenous Reverberations are clearly visible as a ring-
shaped figure in bull's eye and horizontal bands of
inverted colour in the M-modes (fig. 5). In addition, there
were inverted strain colour in the base, both in controls
and patients.

Infarcts were visible as inhomogeneous mid systolic strain
rate and end systolic strain; both parameters located the
infarcts equally well. Post-systolic shortening was evident
in early diastolic strain rate in all patients. The area with
post-systolic shortening was visually larger than the area
of dys- to hypokinesia in mid systole. Post-systolic short-
ening could not be identified reliably in colour imaging,
even when present in the curves. Reverberations were
present in one patient, basal artefact in one, both in strain
rate and strain.

Quantitative analysis
Mid systolic and peak systolic strain rate as well as end
systolic strain values are given in table 1. It is evident, that
in quantitative analysis, only peak systolic strain rate
showed difference between normals and myocardial inf-
arction patients.

Neither the trend toward hypokinesia of the infarcted
areas by mid systolic strain rate and end-systolic strain,
nor the trend toward hyperkinesia in non-infarcted seg-
ments in patients, was significant. Reverberations could
not be reliably identified from curve analysis alone (fig 5).

Discussion
Basic limitations of strain rate and strain imaging
It must be emphasised that the present study is about the
method of 3-dimensional reconstruction and display,
while the basic method of strain rate imaging is not differ-
ent from that published previously [6–12,14]. Strain rate
imaging in itself is based on post processing, and has a
number of inherent limitations.

The most basic limitation is the one-dimensional nature
of the data. While deformation is three-dimensional (lon-
gitudinal, transverse and circumferential), the present tis-
sue Doppler derived method measures only longitudinal
deformation. However, heart muscle is generally assumed
incompressible, which means conservation of volume.
Hence, strain in three dimensions must balance (the basic
equation in volume conservation: εx + εy + εz = 0), so in
systole longitudinal plus circumferential shortening
equals transverse thickening, and vice versa in diastole.
Previous studies have shown similar diagnostic informa-
tion by longitudinal strain rate and transverse wall thick-
ening (which is the same as transverse strain) by ordinary
echocardiography [9]. This means that the longitudinal
strain rate may be representative of the compound
regional deformation. The practical value for clinical work
of adding more deformation directions remains to be
demonstrated.

Data represents only a line along the wall, but to achieve
a high frame rate, the tissue Doppler beams have to be
wide, and the lateral resolution is low anyway. This means
that differential strain across the wall cannot be measured,
however, this is true for all tissue Doppler derived data
sets.

The one-dimensional nature of the data also results in
angle distortion, when the ultrasound beam deviates from
the direction of the motion. While velocity measurements
decrease by the cosine of the insonation angle, strain rate
decreases more, adding the transverse strain rate with the
opposite value [6,18]. This means that in areas where the
angle between the wall and the ultrasound beam is more
than 45 degrees, the strain rate values and hence, the col-
our will reverse [11,18]. This problem is apparent in the
apex and the base [9]. However, all clinical studies of
strain rate have found it possible to measure strain rate
and strain in the apical segments, by measuring in the
basal parts where the walls are more parallel to the ultra-
sound beams [8,9,12,14,19,20]. As can be seen from fig.
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Strain rate examples from two patients with myocardial infarctionFigure 3
Strain rate examples from two patients with myocardial infarction. Bull's eye, M-mode array and 3D surface display. 
Top half, inferior infarction (patient 2), showing slight systolic dyskinesia to hypokinesia – blue to light yellow – in the basal infe-
rior and inferoseptal segments, hypokinesia in the inferior midwall. Post systolic shortening is shown over a larger area in the 
same region, visible on bull's eye (2) and M-mode. The 3D display is shown in mid-systole, the three frames illustrates the appli-
cation's ability to rotate the display, here counter clockwise around the longitudinal axis. In addition is shown the strain rate 
curves from the infarct in red, demonstrating akinesia and post systolic shortening, and from a normal segment in green, show-
ing normal systolic shortening with peak systolic strain rate of < -1 s-1, and diastolic lengthening. Bottom half shows an anter-
oapical infarct (patient 6), with a small area of dyskinesia, surrounded by a larger area of hypokinesia. (A very small area of 
inverted colour due to angular distortion can be seen.) Again, the area of post systolic shortening is in the same region, but 
larger, the difference probably being the ischemic border zone. The 3D reconstruction, systole in the upper row, and early 
diastole in the lower row, is rotated from an anterior to an apical view. Faulty ECG trigging on the scanner can be seen by the 
ECG curves on this patient, showing that the reconstruction must be inhomogenous.
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Bull's eye views of all subjects in the studyFigure 4
Bull's eye views of all subjects in the study. The colour legends are reproduced, with yellow to red being shortening, blue 
being lengthening, and deeper colour means greater magnitude of either shortening or lengthening. The same colour legend is 
used for strain rate and strain, but the scales differ somewhat, resulting deeper colour in the strain images. The two upper 
rows are the normal subjects, mid systolic strain rate and end systolic strain. In control subjects 2 and 5 a small defect top left 
is seen, which is the aortic root. Large reverberations are seen in strain rate and strain in subject 4 and 6, and in strain in sub-
ject 3 as well. Reverberations are seen as circular bands at the midwall level, being due to the spatial interpolation process. In 
addition, basal artefacts are seen in subject 1, 5 and 6. Subject 6 shows areas of light colours due to dropouts as well. The three 
bottom rows are the infarction patients. Patients 2 and 4 had inferior, the rest apical infarctions. The infarcts have a more typ-
ical location, but the infarct in patient 4 may be difficult to separate from the basal artefacts in control subjects. In patient 5, 
there are reverberation artefacts as well, seen in the lateral base. The diagnosis of infarction was as easy with mid systolic 
strain rate as with end systolic strain, as is apparent in this figure. However, by adding post systolic shortening, the diagnosis of 
infarction was facilitated. Post systolic shortening was present in all six patients in this acute phase, and is seen to extend 
beyond the area of hypo- and dyskinesia in all. In the early diastolic images, there is visible inhomogeneity that is a normal phe-
nomenon, not the results of pathology or reverberations. In some subjects small areas of inverted colour in the apex due to 
angular distortion can be seen, however, this area is small, and in most images it has been blanked.
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The appearance of reverberations versus normal and pathological findingsFigure 5
The appearance of reverberations versus normal and pathological findings. Left to right: normal subject with good 
quality images (control 1), patient with anteroapical infarction (patient 6) and normal subject with poor image quality (control 
4). Top to bottom: Strain rate bull's eyes, M-mode arrays and curves, Strain bull's eyes M-mode arrays, ECG and curves. The 
red colour of strain is seen to extend well into diastole normally, so post systolic shortening in pathology cannot be discerned 
by colour strain images. In the infarct, apical hypo- to akinesia is visible in all modalities, and post systolic shortening in colour 
strain rate and both strain rate and strain curves. Reverberations are seen as midwall circular lines of inverted colour in the 
bull's eye, and as horizontal lines of inverted colour in the M-modes. In strain rate curve it may give the impression of akinesia 
with post-systolic shortening (although not quite typical), but the horizontal lines of reverberations in M-mode array is typical. 
In strain, findings are typical reverberations, also in the curve.
Page 8 of 12
(page number not for citation purposes)



Cardiovascular Ultrasound 2003, 1 http://www.cardiovascularultrasound.com/content/1/1/11
4, the area of distortion is quite small, and during the last
part of the study, blanking was applied to this area to
avoid displaying misleading information. This limitation
is more theoretical than practical.

Strain rate / Strain imaging are prone to reverberation arte-
facts, due to the basic algorithm. If one of the two veloci-
ties is measured as zero, the strain rate value will be
inverted in part of the band. The 3D reconstruction does
not add to this, but makes it visible, it is the identification,
not the presence of artefacts that are influenced by this
method.

Strain rate is sensitive to random noise, and smoothing of
curves has to be applied, resulting in loss of temporal res-
olution. This might lead to underestimation of peak val-
ues, but in parametric imaging, being semi-quantitative,
this is less important.

Findings
3D reconstruction is a method for quick visualisation of
global distribution of deformation. Infarctions were visi-
ble as dyssynergy in the typical anteroapical or inferior
locations, and colour display of mid systolic strain rate
and end systolic strain were equally sensitive. Post-systolic
shortening [21], was an additional finding in all infarcts.
Thus, it represents an additional diagnostic criterion, facil-
itating visual diagnosis of acute infarction. The mecha-
nism for the phenomenon is incompletely understood,
but has been clearly documented as a marker of acute
ischemia [21,22]. It is interesting that the area of post-
systolic shortening was larger than the area with hypo- to
dyskinesia in all patients. The difference may show an
additional area of partly ischemic myocardium, visualis-
ing the border zone at risk. This has been visible by curved
M-mode alone in previous studies as well [8,9], although
not commented on. Post systolic shortening was visible in
both strain rate and strain curves, but only in strain rate
colour display.

Reverberations were easily identified. On M-mode they
did show up as horizontal bands, on the bull's eye as ring

shaped structures. The location, shape and temporal
sequence differed from the typical vascular areas, and
were thus discerned from true pathology, as shown in fig.
5. The artefacts were not so obvious from the curves alone.
Basal artefacts are due to either angle distortion or inclu-
sion of part of the mitral ring or pericardium during initial
processing. It is important that in three out of six normal
subjects, reverberation noise was visible. This high inci-
dence of artefacts has not been reported previously, and
may have important implications for the validity and
accuracy of quantitative data in clinical practice.

By identifying regions with artefacts, the colour display
may aid in avoiding quantitative measurements in those,
and thus may also increase the specificity of quantitative
strain rate / strain in clinical practice.

Strain rate vs. strain
Deformation imaging is better in identifying regions of
dyssynergy than motion imaging, due to tethering effects.
Velocities decrease from base to apex [23] while peak
strain rate is the same in all three levels [10,14,19,20].

Peak strain rate was the only quantitative parameter in
this study able to identify the infarct areas, while neither
mid systolic strain rate nor end systolic / peak strain could
do this. This demonstrates a basic limitation of 3D recon-
struction. In 3D display, all parts of the ventricle are (in
theory), displayed at the same instance of the heart cycle.
All previous works in strain rate, however, have concen-
trated on peak strain rate, but peak strain rate has not been
demonstrated to be simultaneous in all parts of the
ventricle. Thus, mid-systolic strain rate (or strain rate at
any other point in systole) is not equivalent to peak strain
rate. Systolic strain is maximal in end systole in normals,
and peak strain thus simultaneous. In theory this should
be an advantage in 3D reconstruction, but the presence of
reverberations eliminated this.

There was no difference between strain and strain rate in
the sensitivity to reverberations and dropouts (fig. 4).
Smoothing of strain rate data results in reduction in meas-

Table 1: Average maximum and minimum mid systolic and peak systolic strain rate and end systolic strain.

Mid syst. strain rate (s-1) Peak syst. strain rate (s-1) End syst. strain (%)

Max. Min. Diff. Max. Min. Diff. Max. Min. Diff.

Controls: -0.01 (0.16) -1.21 (0.27) -1.20 (0.35) -0.89 (0.77) -1.11 (0.70) -0,21 (1.31) 0% (3) -22% (3) -22% (5)
Patients: 0.05 (0.17) -1.51 (0.37) -1.36 (0.39) 0.02 (0.16) -1.66 (0.36) -1.68 (0.36) 5% (7) -25% (4) -30% (9)
P: NS NS NS 0.03 NS 0.04 NS NS NS

Measurements made in points identified as max and min. mid systolic strain by bull's eye (standard deviations in parentheses). In systole, the 
deformation is shortening, i.e. negative values, so the lowest negative value indicates most deformation, i.e. highest contractility.
Page 9 of 12
(page number not for citation purposes)



Cardiovascular Ultrasound 2003, 1 http://www.cardiovascularultrasound.com/content/1/1/11
ured peak values, but the temporal resolution is still better
in colour strain rate than strain, due to the shifts between
positive and negative values as evidenced by the visualisa-
tion of post-systolic shortening. Thus, strain rate is best
suited to colour display.

Limitations and advantages of the processing method and 
3D display
It may be considered a major limitation that the circum-
ferential resolution is limited to three planes, and that
most of the information displayed is interpolation. How-
ever, the main point of this method is about display of
data. The 16-segment model of the left ventricle [24] is the
basis of all analysis of regional function in clinical cardi-
ology, wall motion scoring as well as quantitative meas-
urement by velocity, displacement and strain rate / strain
imaging. In all these modalities, measurements are taken
as representative of a whole segment, resulting in a cir-
cumferential resolution of 60°. This is true of any Bull's
eye plot, whether of wall motion score or numerical meas-
urements. Reconstruction to Bull's eye alone, does not
add more information, but rather displays it in a more
accessible form. The method itself, however, is not limited
to three planes, but more planes will be non-standard,
however. With a gated rotational probe, the number of
planes could be increased, but the post processing time
would increase proportionately. However, doubling the
number of planes, the whole post processing time would
still be less than five minutes. The impact of the number
of planes has been extensively studied previously [17].
Three planes result in a correct average of volume and sur-
face area, even in asymmetric ventricles. Variability is
high, and decreases substantially with an increase to four
planes, and little is gained by further increase. Concerning
regional dyssynchrony, more planes would increase the
exact delineation of the areas. This, however, applies to
the whole concept of segmental analysis.

Using three planes, the average angular separation is 60°.
This is in accordance with the standard representation of
bull's eye, and was chosen for the visual display. The true
position of the planes is closer to 0, 62 and 101°. These
values could be implemented into the model at need, but
previous analysis have shown that a variation of ± 15°
results in less than 2% error [17], so the practical advan-
tage of this correction is dubious.

The radial resolution (along the ultrasound beams) is a
little more than strain offset length, around 15 mm; i.e.
about twice as good as that of the 16-segment model.

Bull's eye and M-mode array could be obtained more
directly, without the 3D reconstruction. The 3D surface
model, however, incorporates the curvature data, which
truly adds new information. The main advantage of this is

giving an approximate representation of the true area. By
subjective assessment, it was an additional help in differ-
entiating infarct areas from basal artefacts in two patients,
as it gave a more correct display of the shape and size of
the infarct area. The method has further possibilities of
true quantitative infarct area measurement, subject to val-
idation studies.

The 3D surface model gives a more intuitive visualisation
of the left ventricle, for clinicians unaccustomed to bull's
eye or curved M-mode. However, this is also a potential
source of pitfalls. The processing method will result in a
grid, whether there are tissue data or dropouts. Appropri-
ate blanking of the apical area should be applied to avoid
interpretation of angle distortion in the apex as dyski-
nesia, but as already discussed; this region is far smaller
than the extent of the apical segments. Finally, the repre-
sentation still only shows longitudinal deformation, but
as discussed previously this may reflect compound defor-
mation in more than one dimension.

Combining data in a four-dimensional data set results in
versatility. The method described may be seen as a
method for storing data, where any desired derived
parameter and display method can be extracted. Segmen-
tal waveform analysis, as well as any kind of parametric
display modality as is M-mode, bull's eye and 3D surface
is then available. As shown, each type of display contrib-
utes to the total information: Bull's eye by showing the
whole of the surface, M-mode by showing space – time
relations and 3D surface by displaying the anatomy of the
surface and the correct area.

Compensation for HR variability during examination
With varying HR, the RR-interval will vary too. Systole and
diastole varies differently, so a simple linear correction
("stretching") by the end points of the heart cycle is insuf-
ficient. A better approximation would be to correct systole
and diastole separately, by identifying a point in end-sys-
tole, and then fit the two parts of the cycle separately – a
three point correction. The present algorithm instead uses
a 200-point correction by ECG, so the correction should
in theory be correct down to 5 ms, but the use of ECG
makes it vulnerable to noisy ECG curves and to variations
in automatic trigging. That this approach is less than per-
fect can be seen in figs 1 and 3.

Limitations of the study
The present study is a feasibility study only, with limited
numbers, but allowing a more detailed discussion of
technical detail and individual findings. The prevalence of
artefacts in a normal population, as well as the identifica-
tion of those in patients, and the resulting diagnostic accu-
racy should be addressed in larger studies. It is still evident
that interpretation of colour images is experience depend-
Page 10 of 12
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ent, and influences reproducibility of diagnosis. Small
numbers may also explain lack of significant differences
shown in table 1, but findings that need larger numbers
for significance have limited clinical value.

In this study, care was taken not to exclude artefacts from
the quantitative analysis, to show the impact of those. As
the study has demonstrated, colour imaging assists in
identifying the artefacts, and the impact of identifying and
eliminating artefacts before quantitative analysis has to be
studied prospectively.

Post-systolic shortening, or thickening in the transverse
direction [23] is generally defined as shortening after clo-
sure of the aortic annulus. In quantitative analysis, espe-
cially in strain, the exact location of end systole is
important, to identify and measure peak value. In colour
imaging, especially in 3D reconstruction, this is not
equally important. The post-systolic shortening has a def-
inite duration, extending into the early filling period,
where elongation in other areas is visible. The exact loca-
tion of the time of peak is not important.

Possible applications and further development
There are two main areas of application. In acute infarc-
tion, infarct area is important in prognosis. In addition,
identification of an area at risk, may be important in clin-
ical decisions, although the utility of this need to be
established.

The other main area is in stress echocardiography. The
experienced stress echo cardiographer does a quick visual
assessment of the whole cine loop, before scoring in indi-
vidual segments. This results in quick a decision reached
of whether dyssynergy is present or not, and whether seg-
mental scoring is necessary. Colour parametric imaging
may to some degree duplicate this by making it possible
to evaluate the homogeneity of colour, in one glance, and
further to identify the segments where measurement is
necessary. Colour display may also facilitate the learning
of stress echo interpretation.

Conclusions
Processing tissue Doppler data from standard apical
planes to a four-dimensional data set is quick, and feasi-
ble in all patients in this study. The tissue Doppler data
can then be quickly post processed to any parameter, to be
displayed in bull's eye, M-mode array or 3D surface; each
display mode shows different information. Bull's eye dis-
plays the whole ventricle, while 3D surface reconstruction
gives an approximate representation of true area. Data can
also be re extracted from any point as waveforms for
quantitative analysis. Parametric display allows quicker
identification of both artefacts and dyssynergy than seg-
mental quantitative analysis. Strain rate is best suited to

parametric display. The display shows the area of post-
systolic shortening in acute infarction exceeds the area of
systolic dyssynergy, and may identify an area at risk. Fur-
ther technical refinements are possible.
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